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Abstract 

We  have  undertaken  a  development  effort  to  produce  a  prototype  chip-scale  atomic 
clock  (CSAC).  The  design  goals  include  short-term  stability,  ay(t)<  6 xlO~10  r^1  /  2 , 

with  a  total  power  consumption  of  less  than  30  mW  and  overall  device  volume  <  1  cm3. 
The  stringent  power  requirement  dominates  the  physics  package  architecture, 
necessarily  dictating  a  small  (<  1  mm3)  volume  gaseous  atomic  ensemble  interrogated 
by  a  low-power  semiconductor  laser.  At  PTTI  2002  and  PTTI  2003,  we  reported  on 
laboratory  experiments  that  underlie  the  fundamental  architecture  of  our  CSAC,  based 
on  interrogation  of  the  cesium  D1  transition  by  the  technique  of  coherent  population 
trapping  (CPT). 

In  the  past  year,  the  development  effort  has  shifted  from  fundamental  research  and 
feasibility  investigation  to  engineering  and  prototype  development.  In  this  paper,  we 
report  on  the  design  of  a  rugged  and  compact  physics  package  that  is  expected  to 
exceed  the  ultimate  performance  and  power  requirements  of  the  CSAC. 


INTRODUCTION 

We  are  developing  a  chip-scale  atomic  clock  (CSAC)  with  the  goal  of  producing  a  1  cm3  device  that  can 
provide  a  stability  of  1  x  Kf 1 1  over  1  hour  while  consuming  only  30  mW.  While  the  stability  goals  are 
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United  States  Department  of  Energy’s  National  Nuclear  Security  Administration  under  contract  DE-AC04- 
94AL85000. 
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modest,  equivalent  to  <rr(r  =  1)  =  6x10  10,  the  power  and  size  goals  are  quite  ambitious,  each  more  than 
two  orders  of  magnitude  smaller  than  existing  technology. 

Conventional  gas  cell  atomic  clocks  employ  a  gaseous  atomic  sample  contained  in  a  resonant  microwave 
cavity  that  is  tuned  to  the  ground  state  hyperfme  frequency,  vHf-  An  RF  lamp  assembly  illuminates  the 
resonance  cell  and  optically  pumps  the  atomic  ensemble  into  one  of  the  two  hyperfme  levels. 
Redistribution  of  the  atomic  states  is  driven  by  resonant  microwaves,  applied  to  the  cavity  and  servoed  to 
Vhf  so  as  to  re-equilibrate  the  populations.  This  conventional  architecture,  termed  “optical-microwave 
double  resonance  interrogation,”  necessarily  dictates  the  use  of  rubidium  for  the  atomic  species,  due  to 
the  fortunate  coincidence  of  near  overlap  of  the  optical  transitions  from  the  |5Si/2,F  =  2'j  ground  state  of 

Rb87  with  those  of  the  |5S1/2,F  =  3)  ground  state  of  Rb85.  This  is  the  architecture  employed  in  all 

commercially  available  gas  cell  frequency  standards.  The  evolution  of  this  technology  has  led  to  its 
miniaturization  and  power  reduction  to  the  point  that  commercial  standards  are  now  available  with  size 
<125  cm3  and  power  consumption  <10  watts  [1]  Nonetheless,  the  size  and  power  consumption  remain 
far  too  high  for  portable  battery-powered  applications.  The  principal  limitations  of  the  conventional 
technology  in  this  regard  are  power  consumption  of  the  lamp  assembly,  which  typically  requires  >  1  W  to 
produce  sufficient  optical  power,  and  the  size  of  the  RF  cavity,  whose  dimensions  are  determined  by  the 
centimeter-scale  wavelength  of  the  vHf-  The  ambitious  goals  of  the  CSAC  require  a  new  approach  to  the 
fundamental  physics  of  the  atomic  interrogation. 

In  prior  PTTI  Proceedings  [2,  3],  we  have  reported  on  laboratory  experiments  that  explored  alternative 
approaches  to  interrogation  of  the  atomic  resonance  and  considered  their  performance  tradeoffs  for  the 
CSAC  program.  In  [2],  we  compared  conventional  interrogation,  utilizing  a  low-power  Vertical  Cavity 
Surface  Emitting  Laser  (VCSEL)  in  place  of  the  conventional  lamp,  with  the  approach  of  Coherent 
Population  Trapping  (CPT).  In  the  CPT  approach,  the  interrogating  RF  is  applied,  at  vHf/2,  directly  to  the 
bias  of  the  VCSEL,  thereby  producing  a  balanced  pair  of  first-order  sidebands  separated  by  Vhf-  In  that 
study,  it  was  determined  that  the  CPT  approach  could  provide  adequate  stability  to  meet  the  CSAC 
stability  goals,  in  smaller  size  and  at  lower  power  than  the  conventional  approach.  In  [3],  a  custom 
VCSEL  was  developed  to  compare  the  expected  performance  utilizing  either  the  cesium  D1  or  D2  optical 
transitions,  at  X  =  894  nm  and  A,  =  852  nm  respectively.  It  was  shown  that  the  D1  transition  delivers  5x 
superior  performance  to  D2,  with  no  additional  cost  of  power  or  size.  Based  on  this  experimental  effort, 
we  have  proceeded  with  development  of  the  CSAC,  with  an  architecture  based  on  CPT  interrogation  of 
atomic  cesium,  utilizing  a  VCSEL  laser,  tuned  to  the  cesium  D1  optical  transition  at  X  =  894  nm,  and 
directly  modulated  at  Vhf/2  =  4.6  GHz. 

In  this  paper,  we  report  on  the  development  of  a  novel  physics  package  design,  which  implements  this 
fundamental  architecture,  while  minimizing  its  size  and  power  consumption.  We  describe  the  geometry 
as  well  as  the  construction  and  test  of  components  that  will  comprise  the  completed  physics  package. 


FOLDED-OPTICS  GEOMETRY 


For  design  purposes,  we  have  divided  our  30  mW  power  budget  into  three  parts,  allowing  10  mW  each 
for  the  physics  package,  control  circuits,  and  RF  subsystem.  In  this  section,  we  describe  a  novel 
interrogation  geometry,  termed  “Folded  Optics,”  which  allows  the  implementation  of  a  physics  package 
that  meets  the  CSAC  stability  goals  within  its  10  mW  power  budget. 
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The  power  consumption  of  the  physics  package  is  dominated  by  the  requirement  to  heat  the  sample  of 
cesium  atoms  to  75°C  in  order  to  produce  a  gaseous  sample  of  sufficient  density  to  support  the 
statistically  limited  signal/noise  requirements  of  the  CSAC.  Naturally,  the  necessary  power  is  dictated  by 
the  thermal  losses  from  the  physics  package  to  the  ambient  environment.  In  our  case,  the  key  thermal  loss 
mechanisms  include  gaseous  convection,  thermal  radiation,  and  conduction  through  the  gaseous 
environment,  the  cell  support  structure,  and  the  electrical  leads.  Gaseous  convection  and  conduction  can 
be  effectively  eliminated  by  enclosing  the  heated  physics  package  in  a  vacuum  package.  Conduction 
through  the  electrical  leads  is  inescapable,  but  can  be  minimized  by  reducing  the  cross-section  of  the 
leads  and  maximizing  the  length,  insofar  as  possible  without  sacrificing  reliability.  The  remaining 
components  of  heat  loss,  thermal  radiation  and  conduction  through  the  support  structure,  are  both 
minimized  by  making  the  physics  package  as  small  as  possible.  In  the  case  of  thermal  radiation,  the  heat 
loss  is  proportional  to  the  radiating  area  and,  in  the  case  of  the  support  structure,  minimizing  the  mass  of 
the  physics  package  permits  reducing  the  cross-section  of  its  supports.  For  these  reasons,  it  is  essential  to 
make  the  physics  package  as  small  as  possible,  within  the  performance  constraints  of  the  CSAC  project. 


For  the  purposes  of  discussion, 

Figure  1  shows  the  physics  package 
components  usually  employed  for 
laboratory  interrogation  by  the 
method  of  CPT.  Separate  ovens  are 
used  for  stabilizing  the  VCSEL  in 
order  to  tune  it  to  the  cesium 
wavelength  and  for  the  resonance 
oven  in  order  to  maintain  the  opti¬ 
mum  cesium  vapor  density.  The  divergent  output  from  the  VCSEL  is  allowed  to  propagate  until  its 
diameter  matches  the  aperture  of  the  resonance  cell,  at  which  location  a  lens  of  suitable  focal  length 
collimates  the  beam.  A  quarter-wave  polarization  retarder  (A/4)  converts  the  linearly  polarized  laser 
beam  into  circular  polarization  that  passes  through  the  atomic  vapor.  The  intensity  of  the  transmitted 
beam  is  monitored  by  a  photodetector. 

There  are  several  limitations  of  the  traditional  CPT  geometry  that  must  be  overcome  in  order  to  minimize 
its  size  and  power  consumption.  It  is  relatively  straightforward  to  minimize  the  component  spacing 
between  the  A/4-plate,  the  resonance  cell,  and  the  photodiode.  In  order  to  reduce  the  size  and  power 
consumption  further,  the  two  separate  ovens  must  be  combined  into  a  single  temperature-controlled 
region  in  order  to  avoid  the  size,  complexity,  and  electronic  overhead  of  maintaining  two  separate 
temperature-controlled  regions.  This  requires  that  the  VCSEL  be  designed  to  tune  to  the  cesium 
wavelength  at  the  same  temperature  as  the  optimum  temperature  of  the  resonance  cell.  Initially,  this  is  a 
yield  issue  and  requires  selecting  devices  from  the  VCSEL  wafer  of  appropriate  wavelength.  Ultimately, 
this  will  become  an  issue  of  process  control  in  order  to  develop  wafers  of  uniform  optimum  wavelength 
devices.  The  remaining  path  length,  which  cannot  be  simply  removed,  is  the  necessary  divergence 
distance  between  the  VCSEL  aperture  and  the  collimating  lens.  This  distance  is  determined  by  the 
fundamental  divergence  properties  of  the  VCSEL  and  the  required  beam  diameter  to  efficiently  illuminate 
the  resonance  cell.  A  typical  VCSEL  laser,  with  half-angle  divergence  of  12°,  requires  2.5  mm  distance 
between  the  VCSEL  aperture  and  collimating  lens  to  produce  a  1  mm  diameter  beam.  In  the  CSAC,  this 
collimation  distance  nearly  doubles  the  size,  and  radiative  heat  loss,  of  the  physics  package. 


PhotoDiode 


Figure  1.  Traditional  CPT  interrogation  geometry. 
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VCSEL/Dctcctor 
}J4  Wavcplatc 
Upper  Window 


Si  Cell  Body 


Lower  Window/Mirror 


Figure  2.  Folded-optics  geometry. 


Figure  2,  above,  illustrates  our  folded-optics  geometry.  The  topmost  component  includes  the  VCSEL, 
located  at  its  center,  as  well  as  the  1.5  mm  diameter  photodetector,  which  surrounds  the  VCSEL.  The 
divergent  laser  beam,  shown  in  red,  emerges  from  the  VCSEL  and  continues  to  diverge  as  it  passes 
through  the  cesium  vapor  cell,  retro-reflects  from  a  mirrored  surface,  and  passes  through  the  cell  a  second 
time  before  returning  to  the  photodetector.  The  feature  of  folded  optics  which  enables  its  compact  design 
is  that  the  laser  beam  is  not  collimated.  By  matching  the  dimensions  of  the  resonance  cell  to  the  natural 
divergence  of  the  VCSEL  output  beam,  folded  optics  permits  efficient  illumination  of  the  atomic  volume 
without  the  additional  length  required  for  collimation. 


PHYSICS  PACKAGE  OVERVIEW 


The  CSAC  physics  package  has  been  designed  to  implement  the  folded  optics  architecture  described 
above  in  order  to  minimize  size  and  power  consumption.  Because  of  its  small  size  and  relatively  high 
degree  of  complexity,  modern  semi-conductor  and  batch  processing  techniques  are  employed  wherever 
possible  to  minimize  handling  of  the  delicate  components  and  reduce  the  cost  of  assembly. 


The  key  components  of  the  physics 
package  are  identified  in  Figure  3 
and  are  described  in  greater  detail  in 
subsequent  sections.  The  heart  of  the 
CSAC  physics  package  is  the  cesium 
resonance  cell,  which  is  fabricated  of 
silicon,  loaded  with  cesium  metal 
and  inert  buffer  gas,  and  sealed  with 
Pyrex  windows,  one  of  which  is 
copper-plated  to  provide  the  retro- 
reflection  for  the  folded  optics 
interrogation. 


Resonance 
c  dl 


VCSEL/Deiector 


Healer/Sensor 


Upper  Suspension 
Spacer 


Lower  Suspension 


Figure  3.  Cutaway  view  of  CSAC  physics  package. 
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The  cesium  cell  is  supported  by  a 
strained  polyimide  support 
structure  that  provides  minimal 
thermal  conductivity  to  the  rigidly 
mounted  silicon  frame.  The  heater 
and  temperature  sensor  are 
patterned  onto  the  upper  polyimide 
suspension  and  the  leads  are 
patterned  onto  the  legs  of  the 
suspension.  The  lower  suspension 
includes  leads  and  bond  pads  for 
the  VCSEL/Detector  component, 
which  is  subsequently  installed 
onto  the  suspended  cell  assembly. 
A  prototype  physics  package 
assembly  is  shown  in  Figure  4. 


Figure  4.  Prototype  physics  package. 


CESIUM  RESONANCE  CELL 

With  low  cost  and  high  volume  in  mind,  MEMS  batch  fabrication  processes  have  been  developed  to 
produce  cesium  resonance  cells.  These  cells  consist  of  a  cavity  defined  in  silicon,  with  Pyrex  top  and 
bottom  windows  anodically  bonded  to  the  silicon  cell  body  (see  Figure  5  (a)).  The  top  Pyrex  window  is 
transparent  for  laser  interrogation  of  the  cell,  and  a  copper  reflector  is  patterned  onto  the  bottom  Pyrex 
window  to  support  the  folded-optics  configuration. 


Figure  5.  (a)  Single  cesium  resonance  cell  with  silicon  cavity  (gray)  and  Pyrex  top  and 
bottom  caps  (blue),  (b)  1  cm2  tablet  containing  sixteen  cells. 


Figure  5(a),  above,  shows  schematics  of  the  cesium  resonance  cell.  On  the  right,  the  photograph  in 
Figure  5(b)  shows  an  experimental  1  cm2  “tablet”  of  16  cells.  In  production  quantities,  as  many  as  500 
cells  could  be  fabricated  on  a  single  4-inch-diameter  wafer.  The  cells  are  fabricated  as  follows.  Starting 
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with  a  clean  250  pm  thick  Pyrex  wafer,  the  mirrors  are  created  by  depositing  3000  A  of  copper 
sandwiched  between  two  400  A  titanium  layers  and  photolithographically  patterned  by  a  liftoff  technique. 
The  array  of  cavities  is  micromachined  through  a  1.5  mm  silicon  wafer  using  the  technique  of  deep 
reactive  ion  etching  (DRIE).  The  lower  window,  with  patterned  mirrors,  is  anodically  bonded  to  the 
silicon  cavity  array.  The  array  of  open  cavities  is  then  transferred  to  an  anaerobic  glovebox  wherein 
cesium  can  be  loaded  into  the  cells  without  oxidation,  following  the  technique  pioneered  by  NIST  [4],  A 
small  volume  (1-10  nl)  of  cesium  is  dispensed  into  the  cells  prior  to  batch  sealing  using  a  small  volume 
pipette.  Such  a  technique  may  be  automated  and  scaled  to  dispense  quickly  into  thousands  of  cells, 
similar  to  techniques  for  spotting  of  microarrays  in  biological  research.  After  loading  with  cesium,  the 
open  array  of  cavities  is  moved  into  a  hermetically  sealed  bonding  apparatus  that  is  then  evacuated  and 
backfilled  with  the  measured  pressure  of  temperature-compensated  buffer  gas  mixture.  Performing  the 
final  anodic  bond  of  the  transparent  top  window  to  the  cell  array  requires  careful  timing  and  process 
control,  because  the  bonding  process  requires  raising  the  cell  assembly  to  350°C.  At  this  elevated 
temperature,  care  must  be  taken  to  control  the  final  buffer  gas  pressure  and  to  prevent  the  cesium  vapor 
from  interfering  with  the  bonding  process.  Finally,  the  sealed  array  of  cesium  resonance  cells  is  removed 
from  the  bonder  and  diced  into  individual  2  mm  x  2  mm  cells. 

Essential  performance  parameters  of 
the  cesium  resonance  cells  are 
summarized  in  Table  1.  Tradi¬ 
tionally,  the  resonance  cells  for 
rubidium  frequency  standards  have 
been  fabricated  of  Pyrex  or  other 
alkali-resistant  glasses.  The  fre¬ 
quency  aging  properties  of  this  type 
of  cell  are  poorly  understood,  though 
generally  attributed  to  changes  in  the 
buffer  gas  composition  due  to  prolonged  interaction  with  the  cell  walls.  The  use  of  DRIE  silicon  for  the 
cell  body  may  introduce  risk  into  the  CSAC  project  because  the  frequency  aging  of  this  material  system  is 
unknown. 


Table  1.  Cesium  resonance  cell  specifications. 


Cavity  depth 

1.5  mm 

Cavity  diameter 

1.5  mm 

Cavity  Volume 

2650  nl 

Outer  dimensions 

2  mm  x  2  mm  x  2.125  mm 

Buffer  Gas 

Temperature-compensated  N2/Ar  mix 

In  order  to  investigate  cell  aging 
effects  in  the  anodically  bonded 
glass-silicon-glass  CSAC  resonance 
cells,  as  well  as  to  verify  compliant 
clock  stability  with  cells  of  this  size 
and  composition,  several  prototype 
cells  were  tested  in  our  laboratory 
CPT  apparatus,  at  our  design 
temperature  of  75°C,  in  the  tra¬ 
ditional  topology  of  Figure  1. 

Figure  6  shows  a  3 -day  frequency 
record  of  a  prototype  anodically 
bonded  glass-silicon-glass  cell 
installed  in  our  laboratory  CSAC 
testbed  frequency  standard.  The 
linear  fit  indicates  a  drift  of 

dy/dt  =  +3xl0-11  /day  .  It  is  clear, 
though,  from  Figure  6,  that  the  long- 


Time  [Hours] 


Figure  6.  3-day  Frequency  record  of  prototype  cell. 
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term  frequency  variations  are 
dominated  by  factors  other  than 
linear  drift,  notably  temperature 
variations  in  the  laboratory.  This 
drift  rate  is  exceptionally  good, 
particularly  for  a  relatively  “young” 
cell  when  compared  with  the  early 
drift  rates  of  conventional  blown 
glass  cells.  While  this  result  is 
encouraging,  it  reflects  a  relatively 
short  data  set  and  further  drift-rate 
measurements  will  need  to  be  made 
once  integrated  temperature- 
stabilized  physics  packages  become 
available.  The  Allan  deviation  of 
this  frequency  record,  shown  in 
Figure  7,  indicates  short-term 

stability  of  ay (x)  ~  4xl0~'  1x_1/2 

from  x  =  1-100  seconds,  more  than 
an  order-of-magnitude  better  than  the 


Figure  7.  Allan  deviation  of  data  set  of  Figure  6. 


DARPA  specification  for  the  CSAC.  The  deviation  from  the  ideal  x'1 2  behavior  at  long  x  is  primarily  due 
to  temperature  sensitivity  of  the  VCSEL  output  power  in  the  laboratory  environment.  We  can  thus 
conclude  that  the  anodically  bonded  glass-silicon-glass  cell,  as  specified  by  Table  1,  produces  adequate 
signal  level,  contrast,  and  linewidth  to  support  the  goals  of  the  CSAC  program. 


CELL  SUSPENSION 


The  purpose  of  the  cell  suspension  system  is  to  minimize  conductive  thermal  losses  from  the  heated 
resonance  cell  while  providing  the  necessary  mechanical  support  for  a  rugged  device. 

Our  design  goals  for  the  suspension 
system  are  shown  in  Table  2.  The 
degree  of  thermal  insulation  required 
to  meet  the  power  budget 
significantly  limits  the  choice  of 
materials  and  the  beam  dimensions 
of  the  suspension  system.  The 
suspension  system  must,  however,  be 
stiff  and  rugged.  Moreover,  as  with 
all  aspects  of  the  CSAC  design,  we 
seek  to  develop  a  construction  technique  that  lends  itself  to  low-cost  high-volume  batch  manufacturing. 
This  combination  of  constraints  has  led  to  the  development  of  a  novel  suspension  system  employing 
strained  polyimide  support  tethers.  Polyimide  has  extremely  low  thermal  conductivity  (less  than  0.2  W/m 
°C)  and  a  high  strain  yield  (typical  3%).  In  order  to  make  the  device  robust  against  large  accelerations, 
the  suspension  beams  are  angled  so  that  they  resist  motion  in  a  tension,  rather  than  bending,  mode.  Two 
sets  of  suspension  systems  are  used,  one  on  top  and  one  on  the  bottom  of  the  resonance  cell.  The  lower 
suspension,  shown  in  Figure  8(a)  below,  has  leads  and  bond  pads  for  flip-chip  attachment  of  the 


Table  2.  Cell  suspension  engineering  goals. 


Specification 

Value 

Power 

<10  mW 

Volume 

<  1  cm3 

Resonant  frequency 

>2  kHz 

Shock  load 

>1500 g 
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VCSEL/Detector  assembly.  The  upper  suspension,  including  the  cell  heater  and  temperature  sensor  is 
shown  in  Figure  8(b). 


(a)  (b) 

Figure  8.  Lower  (a)  and  upper  (b)  suspension  assemblies. 


The  suspension  components  are  fabricated  using  “planar”  fabrication  techniques.  The  lower  suspension, 
shown  in  Figure  8(a),  is  created  by  spin-coating  5  pm’s  of  photodefmable  polyimide  onto  a  500  pm 
silicon  wafer.  The  suspension  pattern  is  developed  and  cured.  The  leads  are  composed  of  0.4  pm  of  Au 
and  0.4  pm  of  Pt,  with  a  thin  Ti  adhesion  layer.  The  bond  pads  are  0.5  pm  gold.  The  leads  and  bond  pads 
for  the  VCSEL/detector  assembly  are  deposited  and  patterned  by  magnetron  sputtering  and  liftoff. 
Finally,  the  suspension  is  released  by  a  through-wafer  backside  ICP  silicon  etch.  The  upper  suspension  is 
fabricated  similarly.  The  heater  and  temperature  sensor  traces  and  leads  are  composed  of  0.25  pm  of  Pt 
with  Ti  for  adhesion. 


The  angle  of  the  suspension  beams  is  established  during  the  assembly  of  the  resonance  cell  with  the 
suspension  components.  This  is  achieved  in  a  controlled  fashion  by  adjusting  the  height  of  the  vapor  cell 
to  slightly  exceed  the  spacing  between  the  outward  facing  faces  of  the  frame  portions  of  the  suspension 
components.  This  assembly  procedure  pre -tensions  the  suspension  members,  with  a  larger  angle 
generating  a  larger  pre-tension  and  overall  suspension  stiffness,  limited  by  the  acceptable  design  strain  in 
the  suspension  beams. 


The  calculated  frequency  of  the  first 
mechanical  resonance  and  strain  in 
the  tethers  are  plotted  as  a  function 
of  tether  angle  in  Figure  9.  The 
choice  of  polyimide  as  the  tether 
material  is  critical,  because  it  has  a 
high  strain  limit  (i.e.  can  be  stretched 
a  large  amount  relative  to  other  low- 
thermal-conductivity  materials  such 
as  silicon  nitride  or  oxide).  Thus, 
mechanically  robust  designs  are 
enabled  by  a  significant  tether  angle, 
but  this  is  readily  constructed  using  a 
planar  suspension  component  fab¬ 
rication  process  only  if  the  tether 
material  has  a  high  strain  limit,  as 
polyimide  does. 
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Figure  9.  Cell  resonant  frequency  and  tether  strain. 
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The  cell  temperature  is  maintained  through  integrated  single-element  resistive  platinum  heating 
and  temperature-sensing  elements,  which  are  patterned  onto  the  polyimide  suspension.  The 
heater  resistance  (400 <T)  is  distributed  around  the  periphery  of  the  cell  only,  which,  because  the 
end-cap  of  the  vapor  cell  is  a  poor  thermal  conductor  and  the  cell  is  hollow,  provides  heat  only  in 
areas  where  it  can  be  most  uniformly  distributed,  resulting  in  a  more  uniform  temperature  than  if 
the  heating  resistance  were  distributed  uniformly  over  the  surface  of  the  cell  window.  The 
temperature  sensor  (lOkfl)  is  distributed  over  the  cell  window  to  provide  an  accurate  average 
temperature  measurement  of  the  vapor  cell.  In  order  to  reduce  magnetic  fields  due  to  current 
flowing  in  the  heater  and  temperature  sensor,  both  are  patterned  as  bifilar  pairs  such  that  current 
flowing  through  one  segment  of  the  resistor  is  balanced  by  the  opposing  current  of  another 
segment  in  close  proximity. 

In  a  vacuum  enclosure,  the  key  contributions  to  thermal  loss  from  the  suspended  cell  assembly 
are  conduction,  through  the  tethers  and  patterned  electrical  leads,  and  radiation  from  the  cell 
body.  We  use  a  model  equation  to  describe  the  heater  power  P  required  to  maintain  a  cell  in  vacuum  at  a 
temperature  Tcen  given  by: 


P  = 


(Tcell   T; 


ambient 


) 


R 


cond 


^cell  '  ^ '  (fcell  ^ambient , 


where  Rcond  is  the  thermal  conduction  resistance  of  the  suspension  structure  and  electrical  leads,  which  is 
calculated  from  the  suspension  geometry  and  known  materials  properties. 


A  complete  model  for  radiation 
loss  from  the  cell  would 
incorporate  the  effects  of  the  shape 
factors  and  emissivities,  as  well  as 
multiple  reflections  from  the 
various  radiating  surfaces.  The 
equation  above  captures  the 
temperature  dependence  by 
lumping  these  coefficients  into  a 
single  emissivity  term  £  associated 
with  a  cell  area  Acell.  Tceii  and 
Tambient  are  the  equilibrium 
temperatures  of  the  heated  cell  and 
ambient  environment,  respectively, 
and  o  is  the  Stefan-Boltzmann 
constant.  To  verify  the  thermal 
performance  of  the  cell  suspension 
system,  a  prototype  physics 
package  was  mounted  in  vacuum 
and  the  cell  temperature  was 
measured  as  a  function  of  heater 
power.  The  data  are  shown  in 
Figure  10  along  with  the  theoretic  - 


Figure  10.  Experimental  verification  of  thermal  design. 


cal  model  with  Rcond  =  75°C/mW  and  £  =  0.57. 


347 


36th  Annual  Precise  Time  and  Time  Interval  (PTTI)  Meeting 


VCSEL/PHOTODETECTOR  ASSEMBLY 


A  custom  integrated  VCSEL  (vertical-cavity  surface-emitting  laser)  /  RCPD  (resonant-cavity  photodiode) 
chip  at  894  nm  was  designed  and  fabricated  at  Sandia  National  Laboratories  in  order  to  enable  the  folded- 
optics  approach.  A  photograph  of  the  2  mm  x  2  mm  chip  is  shown  in  Figure  1 1  (a).  The  VCSEL  is 
located  at  the  center  of  the  chip  and  is  shown  emitting  light  in  the  close-up  view  of  Figure  11(b). 
Surrounding  the  VCSEL  is  a  1.5-mm-diameter  RCPD.  Electrical  connections  to  the  VCSEL  and  RCPD 
are  provided  by  the  four  round  bond  pads  located  at  the  comers  of  the  chip. 


Figure  11.  (a)  Photograph  of  VCSEL/RCPD  chip,  (b)  close-up  of  the  VCSEL  operating 
above  threshold. 


A  cross-sectional  view  of  the 
VCSEL  and  RCPD  structures  is 
shown  in  Figure  12.  The  epitaxial 
semiconductor  layers  of  the  894  nm 
VCSELs  are  grown  on  a  semi- 
insulating  GaAs  substrate  to 
minimize  parasitic  capacitances.  The 
bottom  distributed  Bragg  reflector 
(DBR)  is  designed  as  a  high 
reflector,  containing  36  pairs  of  n- 
doped  quarter-wave  high-index 
Alo.i6Gao.84As  and  low-index 
Al0.92Ga0.08As  layers.  The  active 
region  contains  5  undoped  (intrinsic) 
In0.07Ga0.93 As  quantum  wells  (QWs) 
to  provide  optical  gain  near  890  nm. 
A  quarter-wave  layer  of  p-doped 


VCSEL  RCPD 


Figure  12.  Schematic  cross-sectional  view  of  VCSEL  and  RCPD 
structures  (not  to  scale). 
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Al0.98Ga0.02As  immediately  above  the 
active  region  is  selectively  oxidized 
to  form  a  circular  oxide  aperture  that 
confines  current  to  the  center  of  the 
device.  The  oxide  aperture  diameter 
is  kept  below  4  microns  so  that  the 
VCSEL  emits  predominantly  in  the 
fundamental  transverse  mode.  The 
top  DBR  is  designed  as  an  output 
coupling  mirror,  containing  21  pairs 
of  p-doped  quarter-wave  low-index 
and  high-index  layers.  The  output 
power  and  voltage  versus  current 
data  for  a  3 -micron  aperture  VCSEL 
are  shown  in  Figure  13.  Notice  that 
the  threshold  is  only  0.3  mA  at  1.54 
V,  so  that  less  than  1  mW  of  DC 
electrical  power  is  required  to 
operate  the  VCSEL. 


Figure  13.  VCSEL  power  and  voltage  vs.  current. 


The  VCSEL  has  been  optimized  for 
single  longitudinal  and  transverse 
mode  operation  in  a  single  linear 
polarization.  The  optical  emission 
spectrum  of  the  VCSEL  at  a  drive 
current  of  1.0  mA  is  shown  in  Figure 
14.  The  spectrum  shows  that  the 
higher-order  transverse  modes  are 
suppressed  by  more  than  30  dB 
relative  to  the  fundamental  transverse 
mode. 

The  resonant-cavity  photodiode 
(RCPD)  is  fabricated  using  the  same 
epitaxial  material  as  the  VCSEL,  but 
part  of  the  top  DBR  is  etched  away 
to  improve  the  optical  impedance 
match  by  reducing  the  top  mirror 
reflectivity  from  99.77%  to  97.18%. 


Wavelength  (nm) 


Figure  14.  VCSEL  emission  spectrum. 


The  responsivity  versus  wavelength  of  a  test  RPCD  device  of  a  test  RCPD  device  is  shown  in 
Figure  15.  The  half-maximum-response  bandwidth  of  the  RCPD  shown  in  Figure  15  is  2.8  nm. 
The  emission  spectrum  (on  a  linear  scale)  of  a  single-mode  VCSEL  located  near  the  RCPD  is 
superimposed  on  the  responsivity  plot  to  show  the  relative  spectral  alignment  of  the  VCSEL 
and  RCPD.  Since  the  VCSEL  and  RCPD  share  the  same  epitaxial  material,  their  nominal 
resonance  wavelengths  coincide  and  will  track  each  other  with  changes  in  the  ambient  tempera- 
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ture.  However,  as  suggested  in 
Figure  15,  the  VCSEL  resonance 
wavelength  is  slightly  blue  shifted 
due  the  transverse  optical 
confinement  of  the  small  oxide 
aperture  [5].  Note  that  the  emission 
from  a  VCSEL  located  at  the  center 
of  an  RCPD  would  likely  be 
somewhat  more  blue-shifted  than 
that  shown  in  Figure  15.  However, 
driving  more  current  into  the  VCSEL 
will  locally  heat  the  laser  and  red- 
shift  its  emission  into  better 
alignment  with  the  RCPD  resonance. 


Figure  15.  RCPD  responsivity  versus  wavelength  (blue)  and 
VCSEL  emission  spectrum  (red). 


PHYSICS  PACKAGE  ASSEMBLY  AND  PACKAGING 


The  physics  package  is  assembled  as 
shown  in  Figure  16.  Excluding  the 
VCSEL/RCPD  assembly,  the  components 
are  stacked  up  as  shown  in  Figure  16  and 
mounted  with  low-vapor  pressure  epoxy; 
the  polyimide  tethers  are  angled  by 
clamping  to  the  frame  spacer  until  the 
epoxy  sets.  Following  assembly  of  the 
cell  and  suspension,  the  VCSEL/Detector 
assembly  is  bump-bonded  to  the  lower 
suspension  bond  pads  with  0.018" 
indium-based  solder.  The  contacts  from 
the  package  to  the  VCSEL/Detector  are 
made  by  directly  soldering  the  bond  pads 
on  the  polyimide  suspension  to  the  mating 
pads  on  the  inside  of  the  LCC.  The 
heater/sensor  connection,  from  the  upper 
suspension  are  made  with  gold  wire 
bonds. 


Heater/sensor 
Upper  suspension 

Frame  spacer 

Cesium  cell 

Lower  suspension 


VCSEL/RCPD 


Figure  16.  Exploded  view  of  physics  package  components. 
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(a)  (b) 


Figure  17.  Physics  package  in  LCC  (a)  with  lid  removed  and  (b)  with  lid  installed. 


Figure  17,  above,  shows  the  physics  assembly  mounted  in  the  LCC  package  (a)  before  and  (b)  after  the 
top  lid  is  brazed  onto  the  package.  The  LCC  package  is  sealed  in  a  vacuum  environment.  The  top  lid  is 
fabricated  from  ALO3  ceramic  and  is  lined  with  a  temperature-activated  titanium-based  getter.  Within  the 
vacuum  sealing  apparatus,  the  getter  is  activated  and  the  lid  is  installed  and  brazed  onto  the  LCC. 
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Questions  and  Answers 


SVENJA  KNAPPE  (National  Institute  of  Standards  and  Technology):  [Question  is  inaudible]. 

ROBERT  LUTWAK:  I  didn’t  mention  it,  but  the  VCSEL  has  a  5dB  attenuator  pattern  on  the  output. 
So  you  get  1  OdB  round-trip  attenuation. 

The  other  thing  is  that  the  free  spectral  range  of  this  thing  is  huge,  and  so  you  would  have  to  have  a 
pathologically  bad  geometry  in  order  to  have  feedback  at  the  resonant  frequency. 

LUTE  MALEKI  (Jet  Propulsion  Laboratory):  Similar  to  that  question,  have  you  considered  the 
influence  of  the  reflective  light  on  the  CPT  transition? 

LUTWAK:  Insofar  as  possible.  There  are  always  so  many  experiments  you  can  do  short  of  building  the 
real  thing.  Certainly,  we  have  tried  the  retroreflected  beams,  and  made  sure  there  are  no  troubles  with  the 
polarization  on  reflection,  no  troubles  with  hole  burning  or  those  types  of  effects. 

The  other  one  that  we  were  concerned  about  is  the  light  shift,  which  varies  within  the  divergent  cone. 
That  causes  an  inhomogeneous  light  shift  throughout  the  volume,  and  we  did  a  number  of  numerical 
calculations,  and  also  some  experiments,  using  focused  light  in  cells  in  order  to  explore  that.  And  that 
does  cost  us  about  a  factor  of  two  in  line  width  due  to  that  inhomogeneous  broadening. 

So  this  4x1  O'11  that  I  showed  for  the  cell,  which  was  measured  with  collimated  light,  you  know,  chances 
are  we  are  going  to  see  a  factor  of  two  or  three  degradation  from  that.  But,  as  I  said,  we  have  plenty  of 
margin  at  this  time. 

So  the  proof  is  in  the  pudding.  We  are  probably  4  to  6  weeks  away  from  actually  measuring  this.  I  had 
promised  in  my  abstract  that  I  would  have  stability  data  at  this  meeting,  but  as  you  can  see,  a  lot  of  things 
had  to  come  together  at  once,  and  they  did  not  quite  come  together  in  time  for  this  meeting. 

JIM  CAMPARO  (The  Aerospace  Corporation):  You  said  that  the  heat  required  to  vaporize  the 
cesium  was  a  real  driver  on  the  power  consumption.  Have  you  thought  about  it,  or  is  there  some  way  you 
could  maybe  seed  the  pool  of  cesium  to  sort  of  have  some  kind  of  amalgam  that  would  have  a  lower  heat 
of  vaporization?  Has  anybody  thought  about  that,  or  is  that  possible? 

LUTWAK:  The  short  answer  is  no,  we  have  not  thought  about  that.  I  know  that  there  have  been 
experiments  to  suppress  the  vapor  pressure,  which  is  often  necessary  in  high-temperature  ambient 
environments.  I  have  not  seen  any  publications  on  the  topic  of  enhancing  the  vapor  pressure. 

CAMPARO:  I  wonder  if  any  chemists,  you  know,  know  anymore  about  that.  It  is  really  a  chemistry 
question. 

LUTWAK:  I  am  unaware  of  any  work  on  that. 

JOHN  VIG  (U.S.  Army  CERDEC):  Have  you  done  any  tests  of  the  aging  of  the  resonance  frequency 
of  the  polyimide  tethers?  And  the  yield  strength  was  measured  over  a  short  period  of  time,  whereas  this  is 
going  to  under  tension  for  years.  And  things  do  not  like  to  be  under  tension  for  years,  generally. 
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LUTWAK:  Draper  is  building  an  apparatus  right  now  where  they  are  going  to  put  the  resonant  cell  into 
one  arm  of  a  Michelson  interferometer  to  measure  the  resonant  frequencies.  And  that  will  be  able  to  be 
set  up  and  tested  over  time.  That  is  being  assembled  right  now. 
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